Tropomi SWIR ISRF [laser 1]

coverage : 2019-07-09T12:42:08

duration : 303
column : [470 471]
peltier current : [10.0, 12.5]%

diffuser : no oscillation
created : 2023-08-23T23:24:04

normalized response (flattened)
parameters e median
d = 0.4325 fit
s =+1.6034 :
w = 2.5600 —— residual
n=0.1769 )
0.4 1 m =1.5813
y = 1.0649
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. coverage : 2019-07-09T12:42:08
Tropomi SWIR ISRF [laser 1] duration : 303
column : [470 471]
peltier current : [10.0, 12.5]%
diffuser : no oscillation
created : 2023-08-23T23:24:04

normalized response (flattened)

—— residual (fit)
0.004 - —— residual (reference)

0.003 ’ l

0.002 -

0.001 -

0.000 -

—0.001 A

—0.002 -

—0.003 A

—0.004 -

© SRON

column



value

0.4

0.3

0.2

0.1

0.0

Tropomi SWIR ISRF [laser 1]

normalized response

coverage : 2019-07-09T12:42:08
duration : 303

column : [470 471]

peltier current : [10.0, 12.5]%
diffuser : no oscillation

created : 2023-08-23T23:24:05
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